
 

 

NOTE: FINAL MEDGAS CONNECTION 
TO WAVEGUIDE CANNOT BE MADE 
UNTIL GROUND ISOLATION 
MONITORING IS COMPLETE 

INSIDE SHIELD OUTSIDE SHIELD 

POLYURETHANE 
SAMPLE TUBE 

BRASS WAVEGUIDE  

FEEDTHRU 

MEDICAL GAS LINE 
CONTINUOUS THRU 
FEEDTHRU BY OTHERS 

BRAZED JOINT 

(BY OTHERS) 

BRASS LOCKNUTS 
EACH SIDE 

RF PANEL 

COPPER SWEAT 
ADAPTER 


