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MONITOR PSU BOARD

91045 | EPU-R

REMOTE COMMS BOARD

91046 | EPU-R-COMMS

TO MONITOR

GND — 1 — BLK

SCK — 2 — ORN

MOS — 3 — YEL

MIS — 4 — WHT

+5V — 5 — RED

TO MONITOR

+5V — 5 — RED

MIS — 4 — WHT

MOS — 3 — YEL

SCK — 2 — ORN

GND — 1 — BLK

TO REMOTE JUNC BOX &

SENSOR ASSY

R — 1 — YEL

W — 2 — BLU

C — 3 — RED

<BLANK> — 4 — GRN

TO EC

SENSOR/FLAME

ARRESTOR

NOTE: DO NOT EXTEND REMOTE PAST 30 FT.

MAX DISTANCE = 30', 22AWG

981##-R — EPU-EC-Remote Wiring Instructions

TO SENSOR

TO REMOTE ASSY


